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required and working curves are single-valued. The new technique is based
on the broadening which occurs in a hollow-cathode spectral line when the
lamp is operated at high currents. Under such conditions, the absorbance
measured for a narrow ?atomic) line is low, whereas the apparent absorbance
caused by a broad-band background contributor remains as high as when the
lamp is operated at conventional current levels. Background correction can
therefore be effected by taking the difference in absorbances measured with
the lamp operated at high and low currents. The new technique is evaluated
in its ability to correct several different kinds of background interference
and is critically compared with competitive methods..— "~
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In most routine appliceticns c¢f ztomic absorption
spectrometry, it 1s important to employ a bacic-ound-correctiorn
echerie. Especially when electrothermal atomization is utilized,
backcround correction is necessary to avoid errors caused by
molecular absorption or scattering of the incident cource
{hollow-cathode laap) raciation. Without such correction, the
tackground absorber is indistinguishable from the element being
cought and produces calculated values of elemental concentrations
vhich are too high.

liethoas which have been developed for background correcticn
rely upon the spectral Gifference between narrow-band elemental
ebsorpticn lines and the broad-band character of either molecular
zbsorption or particulate-caused scattering. The most common of
itaese methoads employs an auxiliary source, orc¢inarily a deuterium
érc lanp, which measures principally broad-band absorption (1).
“ahtrecting the absorbance measured with the deuterium lamp from
“h-t obtained with a hollow-cathode lamp then provides a high
cegree of freedom from background absorpticn or scattering
effects. Another, more recently introduced technigque for
background correction in atomic absorption employs the Zeeman
splitting of atomic lines (2-4). 1In the Zeeman approach, an
.external magnetic field is utilized to separate spectral lines
into their otherwise degenerate components. Conveniently, these
components have different polarization characteristics and can
therefore be examined sequentially using a rotating linear
polarizer., 1Isolation of elemental absorption from molecular

abscrption or scattering then relies upon the magnetic anc
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polearization cheracteristics of the atomic lines.

Unfortunztely, both the deuterium-arc ana Zeeman methocs for
background subtraction suffer several practical crawbacks.
Specifically, the deuterium-arc technigue requires careful
alignment of optical components, an auxiliary source, and
benefits from a double-beam optical system. lioreover, the
auriliary sour;é r.ust be rerplaced occasionally, is relatively
expensive, and is not particularly useful in the visible region
of the spectrum, Similarly, the Zeeman approach suffers from the
need for &an auxiliary magnet and relatively sophisticated
instrumentation, and from the possible production of couble-
valueda working curves. In addition, becauce of problems
encountered with source (hollow-cathode lamp) instability in the
presence of a2 magnetic field, and the cifficulty of applying an
electric field to an analytical flame, the method is orcinarily
useful only with an electrothermal atomizer,

"hat would be desired is & backcround~correction scheme which
utilizes the same, simple, single-beam optical system encountered
in a conventional atomic absorption spectrophotometer. Also, it
would be best if no additional sources were reguired and that the
method could be applied to either flames or furnace atomizers.
Finzlly, bzckground correction should be possible, as in Zeeman
instruments, very near the atomic line of interest, so that
strongly sloping backgrounds could be overcome.

In the present paper, a new arrangement for backcground
subtrection is described which possesses most of the &bove-

vendienca attributes. The technigque is similar te the cdeuterium-




arc errangenent in concept, but can operate in & single-beam mnoce
&nG uses only a single source--the hollow cathoce lamp ordinarily
sucplied with an atonic absorption instrument.

The new system functions by operating the hollow-cathode lanp
in & double-pulsed mode. An initial, low-current pulse produces
arn erission line from the hollow cathode which is similar to that
crc¢inarily employed in atomic absorpticn spectrometry &nd
rrovides a combined measure of atomic anG background absorption.
in contrast, a second,'high-current pulse vprocuces from the
cllow cathode a broadened spectral line which is somewhat self-
reversea. AS a consequence, absorbance measured during the high-
current pulse consists principally of that proauced by background
absorbers. Subtraction of absorbance values measured during the
tvo pulses then provides a background-corrected signal.

In this manuscript, it will be shown that careful control of
the current waveform enables excellent correction of errors which
woulé otherwise be caused by broad-band scattering, molecular
spsorption, and even atomic-absorption spectral-line overlap.
iioreover, because the average lamp current is extremely low
(approximately 4 mA), hollow-cathode-lamp lifetime is not
significantly degraded and, for most elements, exceeds 5,000 mA-
nr. Finally, precision and detection limits obtainable with the
new background-correction technique are shown to be comparable to
or better than those obtained with competitive methods &and

zporoach those expected for single-beam atomic absorption

measurements.
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I. ZEXPERIMENTAL

A Gual-double beam atomic zbsorption spectrophotometer (liodel

951, Instrumentation Leboratory, Inc., Viilnincton, iR) was
adapted for these studies by changing the hollow-cathode powver-
supply control circuit and the ansloc zortion of the signal- !
processing circuit. The hollov-cathoce (H.C.) supply changes .

consistea of the addaition of a second controlled-current roce

capable of supplying brief, high-current pulses to the hollow-
cathode lamp. The preamplifier (analog signal processor) was ;

altered to allow separate integraticr, logarithmic conversion and

c¢icitization of the various light signals. For comparison with
the new background-correcticn method, the deuterium-arc
background corrector ordinerily supplied with the
spectrophotometer was retained.

The moaifiec¢ hollow-cathode crive circuitry is shown
schematically in Fig. 1. The desired current levels for the
high-current and low-current moces are set by potentiometers R;
ané Rpr ana the idle current is set at the input of amplifier A2.
The solid~state switch (Analog Devices 7511) is progrem-
controlled to generate the S-ms low-current pulse, the 0.3-ms
hicgh-current pulse and the l1-mA idle current. The general drive- 7
voltage waveiorn is shown below amplifier Al. The multiplexer
amplifier (IIUX) is used to gate the signal waveform at desired
points (phase angles) so that the various H.C. currents can be

sarnpled and held in the "sanmple-hola" (S/B) amplifier ana

measured by a front-panel meter (ii).
amplifiers Al-R4 are conteined on a single-chip 7TLOE4,

Amplifier Rl is used as & follower to sum into A2 the dcsirec




waveforr. Amplifier A4 senses the voltage being dropped across

the 8.2-ohm resistor and generates a voltage (Vi) Froportional to
the current flecwing through the hollow-cathoce laap. The voltage
vy is compéarec to the desired voltage at the input of amplifier
A3 and the required drive is impressed on the power F.E.T. that
contrcls the hecllow-cathode current. Filters on amplifier A3 ere
useé to achieve fast but steble response since the H.C.L. nmust
settle ana be stable within 0.1 ms. Current regulation is
precise to better than 0.05%.

The rreamplifier and analog-conditioning amplifiers are shown
schematically in Fig. 2. The photomultiplier (P.i.T.) current is
translated into a voltage by Al. The cgain is switched as
recuired to accomodate the wide P.M.T current range that is
erpected (2 n7 to 300 u2).

£ zero-restore (Z/R}) amplifier has been usecd to cecrrect for
P.li.T, current offsets caused by light emitted by a flame,
~~tlow-cathode emissicn during its idling stzce, by dark current
in the P.M.T. and by offsets in the amplifiers. During the
hollow-cathode idle condition the zero-restore integrator
amglifier (Z/R) is connected to the output of Al and charges to
a voltage which, when applied to the input of 21 through a
resistor, exactly compensates for all Gc offsets. Before the
H.C. current is raised, the 2/R amplifier input is opened so the
offset correction remains applied to Al. The H.C. current is
then reaised to the "low-current" level and, after a settliné
perioé of 0.1 ms, integrator A2 integrates the voltage from Al

for 9 ms. 1Integrator A2 is then disconnected from Al, the H.C.




current raisea to the "high-current" level and, efter 0.1 ms, Al
is connectec¢ to A3 for 0.2 ms. The gains of AZ anc A3 are
z€justed to procuce an output intecrel of 10 volts when tlre
hollow-cathode lamp is observed unattenuated (Po Vvalue).

Integrator 22 is then connected by the LUX and followver
anglifier to a logarithmic amplifier (LOG)., The gain of the log
anp is such that a full scale (10 veolts) input cenereates a 0
volt output; the log amp responds with a slope of 1 volt/decade.
Yence &n absorbance of 3.4 will yield a 3.4-volt cutput from the
log anp. Amplifier A4 sums a 10-volt offset with the log-amp
cutput &nc has & cain of about 3. The signzl is offset so that
the 10-vclt input to the V/F represents the "high" light level
state, in order to achieve the highest count resolution ct the
conc¢ition of maximum light, i.e. the zero absorbance state. The
output of A4 is connected to a veltage-to-freguency converter
(V/F) with a maximum output freguency of 2 MKz at an input of 10
volts. B counter receives the V/F output ana is gated to
accunulate pulses for a period of 5 ms, so & full-scale count of
10,000 is achieved. The counter register contents are then
transferred to a FIFO (first in/first out) recister. Integrator
£3 is next connected by the HUX to the log amp and the integrated
voltage digitized in the same meanner as for A2, Because
intecrator A2 is reset as soon as its signal has been digitized,
it is free to start integrating the next signal immediately.
Thereiore, the two signal processing steps (A2 and 23) can be
perfcrmed more or less simultaneously.

he the wvarious log intensity sighals (Ilow, Thigh,Io 1o,

are Gigitized and storec in the FIFO, the controlling
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icrocomputer trensfers them into memory locations. The FIFO is
then ready to accumulate the next cycle's cata while the computer
reduces the log intensity values to concentraticn ecuivalents by
conparison to pre-established calibration curves.

In a photon-limited spectrometer, the noise in the
measurement is proportional to the square root of the number of
photons detected., When two measurements are made, it is
cesirable to ecualize the number of photons in the two in order
to minimize the total noise contribution. Using this criterion,
intecration times were selected to yield the szme approxinate
number of photons in each current-level mode.

The pulse-cycle repetition rate that was selectec in the
present study allows the atomic cloud genersted in the H.C.L.
curing thne hich-current méde to clear before measurement is made
in the low-current mocde. Earlier workers (5) have shown that the
gtom cloud in front of some hollow cathodes dissipates in a few
ms. However, lamps of Ag, C4, and Cu tested in the present study
exhibited a persistance of the vapor cloud for more than 6 ms.
In contrast, atomic absorption signals revealeéd that the Pb
spectral profile returned to its narrow, low-current shape in
this same period. To encompass the broaa renge of elements
determined by atomic absorption spectrometry, we ultimately
.adopted a cycle pericd of 50 ms; by this time, only the Cd lanp
exhibited an appreciable residual line broadening. This residual
broadening was judged not to adversely affect atomic absorption

signals.
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II. RESULTS AND DISCUSSION

The basis for the new method of backcround corrccticn lies in
the Lroadening of the enission line from a hollow-cathode lanp
when that lamp is operated at hich currents. This broadening,
for both DC ana pulsed currents, has been examined by several
werkers (6-8); its effect on atomic absorbance is revealed in
Fig. 3. in Fig. 3, the apperenrt absorbance of a constant
concentraticn of cadmium atoms in & air-zcetylene flame is shown
to cecrease as the hollow-cathoGe primery source is operated at
rrocressively higcher currents. This absorbance decrease is
causec by broadening of the hollow-cathoue emission lines &t
hicher currents, where a greceter fraction of the emitted

raciation falls outside the abscrption band of the cadmium atoms.
Thie cnabsorbec¢ fracticn of racietiocn causes the hollow cathode
lanp to beheve somewhat like & continuum source, reduces the
celculatea absorbance value, and would produce tne bending of
vcrking curves which one associates with continuum-source atonic
ebsorption (9,10). In fact, under extreme conditions of
operation, 2 sufficient concentration of cadmium atome can be
built up within the hollow~-cathoce lamp that the emissicn line
peccmes self-reversed (7). Such a self-reverseé line profile is
compared schematically with & conventional hollow-cathode lamp
rrofile in Fig. 4.

The erissicn-line profiles portrayeé in Fic. 4 suggest how
this single source--~a hollow cathode lamp--can be emgployec for
bachkground correction in atomic absorgption spectrometry. The

line profiile emittec under low-current orperaztion would be
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eiltremely narrow and would be affected ecually by atoric

absorption or a broad-band spectral feature and illucstrates the
vrcblem one orcinerily encounters in atonic absorption when no
correction procedure is utilizea. In contrast, the profile
cbtained at high current wiil be affected more strongly by &
trcaé-band abscrber or scatterer than by a2tomic abscrption, much
in the seame way the detected profile of z deuterium lamp is
affected. Absorbances calculated under low-current anc high-
current operaticn can then be subtracted to yield a Gifference
ralue which should be relatively free of any broad-band
ccntribution.

The utility of this novel scheme is apparent from Fig. 5,
where working curves obtained under low-current and high-current
operation are reproduced. To generate the curves in Fig. 5, no
backgrounc absorber was EFpresent, ana the reduced czpparent
absorbance obtained during the high-current hcllow-cathode pulse
is eviaent. Importantly, the difference between the high-
current and low-current working curves, labeled "cGelta", has a
somewhat lower slope than the curve generated at low currents,
suggesting a slight loss in sensitivity for the new method. The
consequence of this loss will be considerea in detail later,

ot plctted on Fig. 5 1is the eiupected effect of a broacd-band
absorber or scatterer. Because of the broad-band character of
trhese sources of interference, one would expect the apparent
cbsorption they produce to bg the same regearcless of the hcllow-
cethode lamp emission profile. Therefore, at any expected
concentration of interferent, the absorbearnce values calculated

for high-current and lcw-current operation of the hollouw-cathode

11




lamz shoulae be icentical. Conseguently, subtracticn of the tuwc
coccrbances will exactly cancel the contributicn from brcad-Land

interferents, but will yield a difference vclue which 1is !

rroportional to analyte concentration .

Obvicusly, for this new approach to be effective, it is }

necessary to broaden appreciebly the emicsion line of each
elenent under iﬁvestigation. In turn, the decgree c¢f brocacenirng
of each element will be different and will cepend upon the peak
current at which the hollow-cathcde lamp is criven. Tc achieve

the dGesirea cGecree of line brozceninc while mairteinine hcllow- .. 1

catnode lemp reliability end longevity recuires a ceareful
selecticn ci current waveiorms. fter examination of a number of
such possible waveforms, the one shown in Fig. 6 was adopted.
During operation, the hollow-cathoce lamp was pulsec repetitively ‘
vwith a2 pericé of 50 ms., Within each pulsing cycle, two current
steps are employed in succession. An initial, low-current step
iroduces the narrow emission line one ordinarily essociates with
hollow cathodes. Eowever, during that low-current step, a
population of atoms is built up at the front cf the hollow
cathode itself, to exagcerate the self reversal procucec in the
succeeding hiéh-current pulse., For reasons stated above, this
high-current pulse nmust be relatively short; & value of C.3 ms
was chosen for the present study. Follewinc the high-current
pulse, lamp current is reduced to an "idling" level (1 ma) fer 40

ns until the next current cycle, Because of the relatively low

Guty factor of this current waveform, hollow-cathode lanpse

opercted in this new rnode cre actuzlly sustained et & lover

)
i
|
i
;
i
?
i
:
i

12




average current than curing conventicnzl usace, so that lenmp
lifetine is nct appreciacly shortenec.

Zecause cf the aiffering volatilities &¢nd broadening
cherecteristics of various elements, tae values of the low-
current step ard high-current pulse in the waveform of Fig., 6 are
inciviaually selected for each element. Values of these currents
ar¢ compilecd in Table I. Uncerstandebly, e cempronmise betwveen
tne extent of broadening anc lamp lifetime was selectec as a
critericn for ecopting pérticular current levels. For a figure-
of~rerit to incdicate line broadening, a parameter termed
"mocduletion depth" was definec as the retio of the slopes of
working curves obtainec¢ with the new backgrocundé-ccrrection method
anc vith conventional low~-current cperation. That is, moculation
depth could be calculatecd from the working curves of Fig. 5 as
the ratio of tne difference in slopes of the two curves ("celta")
to that of the curve labelec "low current". For the 30 elements
nost commonly determined by atomic absorptien spectroscopy, the
aeen modculation Gepth was found to be 53%, with a stancard
deviation of 21%. Overall, the modulation depths ranged from a
low of 16% (Hg) to a high of 87% (Ca), liodulation depths for
individual elements are listed in Table I alcng with measured

lamgp lifetimes. 1In Table I, it is important to note that some

lanps have not yet been tested to failure; for these lamps,

minimum lifetime values are cited.

Using the current values listed in Table I, working curves
were obtaiiied for several elements in an air-acetylene flame.
Three of these curves, for Pb, Cu, and !'i, are reproduced in Fic,

7 and¢ show the shape of the “"cdelta" curve procduced by the new
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back¢round-correcticn system. Inportantly, this curvetuire is
only slightly creater than thet exnibited by & conventional
single-beam hollow-cathode measurement &nd can eacily be emplceyed
for routine determinations with the corputer~monitorea systen
used here.

The ability of the new technique to correct for scattering,
mclecular absofption, and atomic line interference w&s evaluated.
As ¢ severe test, 5 ppb cadmiun in a synthetic sea-water sample
(2% WaCl) was first examined. l'hen sea water is cdetermined using
electrothermal atomization atomic absorption, the high salt <.
matrix produces a great deal of perticulate and molecular "smoke”
curing the &atomization step, which then attenuates source
raciation ané renders the determination of individual elements
very difficult., Cadmium is particularly susceptible to this
interference. In Fig, 8, the ability of the new systenm to
overcome this interference is crematically apparent. 1In Fig. 8,
the larcer curve, reaching a peak absorbance of neérly 3, shows
the uncorrected atomic absorpticn response to 10 ulL of the sea- !
water sample; the small bump on the leacing edge of the curve
represents the cadmium component. Under background-correction
conditions, the much smaller curve in Ficure 8 was generateg,
indicating relative freedom from interference. As a further
test, a real sea-vater sample (obtaine¢ from the Virginia
Institute for liarine Science) was examined., langanese, like
cacmium, suffers greatly from background interference during tne

electrothermal atomization of sea water and produces curves

si:z.ilar to those in Fig. 8. llonetheless, Lackgrouna correctiorn




with the new mnethod yieléed a vazlue for renganese in the saméle
of 2.1 + 0.1 ng/rl, in close acreement with the speccifiec VIILE
value of 2.0 % 0.1 rng/nl.

The new technigue 1is able to correct even fcr etcmic-
cbsorption spectral~line overlap in come cases. Of cocrse,
cirect spectral-line overlap is rare in atomic ebsorption because
of the monochromaticity of the hollow-cathote primary SOUrCE,
Eowever, some cases oOf such interference do exist and a notorious
orne is the influence of the nickel spectrum on the nearby line of
antimony at 231.15 nm, _Despite the proximity of these lines, the
new backcround—-correction technicue is eble to overccme their
interference, because of the small and controllable Gegree of
spectral-line bkroadening which occures in the high-current pulse
modée. To test this ability, a 2% nickel soluticn was examined
with an antimony hollow-cathode lamp. Because the sample
conteined no antimony, there should ideally be no absorption by
thr nickel solution. However, absorbance-time curves obtained
vitn an electrothermal atomizer, shown in Fig. 9, show the degree
of interference in an uncorrecteé instrument. As expected, the
extremely broad spectral window utilized by the ceuterium arc
method for background correction is unakle tc overcome this
interference, as also apparent from Fig, 9. In contrast, the new
backgrouné-correction approach (immodestly labeled S-H after the
authors names) registers a complete absence of interference.

Of course, to obtain the degree of freedom from interference
illustrated in Fig. 9 required a careful adjustment of the degree
of vrozcening of the hollow=-cathode~-lanp line wicth., However,

sucr. adjustment is relatively simple with the new S~i technique
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an¢ under continuous atomization conditicns cen be effected
zir.gly. One neea only cetomize continuously the interferent &nd
adiust lamp current curing the high-pulse c¢ycle until the effect
of the interferent disappears. Becausc ¢of the rarity of such
interferences, it is appropriate to employ this edjusted high~
Fulse current routinely.

The abiliﬁy of the new S-i method tc overcome bacKkground

interfierences in real sanmtles vee tected further by the

[ (4}

ceterrinaticn, of selenium in two standar¢ reference nickel
alicys. The results of that analysis are compilec in Tatle II,
where the agreement between the background-corrected AA results
cnd those obtained by neutron activation analysis is apparent.

Because the S-l method for backcround correction necessarily
vielads a lower working-curve slope than would & single low-
current hoi’sw-cathode lamp (cf., Fig. 5), it is important to
compare the Getection limits which the new system yields with
r. ose available from competitive approaches. This comparison is
made in Table III. Not suprisingly, because backcround
correction technigues utilize the difference in a pair of
rieasurements, the new methoé for background ceocrrection yields
Getection limits which are slightly poorer than those obtained
uncer concéitions where no background correction is employed.
Lowever, detection limits with the new technigue are comgarable
to those produced by competitive approaches.

In summary, a new method for background correction has been
developeé which combines many of the advontages of competitive

teci.nicues. Like the Zeeman approach, it reguires only a cirngle




source anc single-beam optics so that alicgnment is simplifiec.
i.crecver, the backcround correction 1s nade very near the
znalytical wavelencth, so that slopinc backcrcinds caused by
molecular absorption should not pose significent problems. Also,
backgrcund correction is made very rapiadly so that fluctuatirg
backgrounds can be followeg, even for rapid ztomizers such &s
carbon or tantalum furnaces. However, unlike the Zeeman schenme,
the new method reguires no special instrumentaticn anc is usable

&t all resonant wavelengths with existing sources.
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Eigure Captions
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1.

Schematic diagram of electronic crive circuit for
contrcllea hollow-cathode lamp currert. See texnt for
discussion,

Schematic diagram of readout system for detecting and
c¢igitizing signals from new backcrounda-correction
apparatus, See text for discussion.

Effect of hollovi-cathode lamp operating current on the
apparent absorbance of Cd (1 pg/mL) aspirated into an
air-acetylene flame.

Stylized portrayal of hollow-cathoce-lamp line profiles
generated under low-current and high-current operation.

Working curves for Wi in a Nzo-czaz flame obtained under
concditions of high- and low-ctrrent operation of ea
hollow-cathode lamp. Difference between curves, labeled
"delta", is used for background correction. See text
for ciscussion,

Current waveform used to drive the hollow-cathode lamp
in the new background-correction device. The time
between low-current and high-current segments (t) is
only 4,5 ms, indicating the temporal proxirity of
background correction.

Background-corrected working curves for Cu, Ni, and Pb
obtained with new device,

Atomization curves for 50pg Cd in 200 ug MNaCl matrix,
obtained with a2 carbon furnace. The larger curve (1)
shows the strong response to the salt matrix obtained
when no background correction is employed. The use of
the new background-correction technigue reveals the true
temporal profile of Cd atomization (curve 2).

Electrothermal atomization of a 2% i solution shows the
ability of the new device to correct interference even
from spectral-line overlamp. A selenium hollow-cathode
lamp, operated in the conventional moce (upper curve)
shows strong interference from MNi absorption, A
deuterium background corrector overcomes only partially
this interference (middle curve). However, the new S-H
methoc exhibits freedom from the interference (lower
curve).
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Table I. Modulation Depth and Hollow-Cathode Lamp .
Lifetimes Obtained for Elements Frequently

Determined by Atomic Absorption Spectrometry

Low-Current ‘ High~Current Modulation Lamp ILifetime
Element Step (mA) Pulse(mA) Depth (%) (mA-hrs)
Ag 8 200 82 a
| 26 400 20 a
As 18 300 41 a
Au 12 ' 200 38 a
Ba 24 . 300 22 4900
‘ ca 8 200 87 a
Co 14 300 59 a
Cr 16 400 42 a
cu 10 300 62 a '
Fe 12 300 43 4500
Eg 27 300 16 a
Z-ig~ 6 300 74 a
Mn 8 300 63 a
Wi 8 300 65 4536
Pb 8 250 59 3300
Se 25 300 57 a
Sn 8 300 41 a
vV 20 400 19 a
Zn 8 300 91 a

>5000 |




Table II.

Alloy
SRM 897

SRM 898

Determination of Se in NBS Standard Reference

Material Nickel Alloys Using New S-H Background-

Correction Method

NBS Certificate Furnace AA

(Neutron Activation Method) (S-H System)

9.1 + 0.1 9.7 + 1.6

2.00 + 0.02 1.5

+ 0.7




Tabkle III. Flame AA Detection Limits (pg/mL)
No Background D, Arc €-H
ciement Correction Correction Method
Ag 0.002 0.004 0.004
al 0.02 0.04 0.1
as 0.1 0.1 0.3
zu 0.01 0.02 0.01 j
Be 0.001 . 0.002 . 0.001 ]
ca 0.001 0.002 0.002 . 1
. Co 0.005 0.01 0.01
Cu 0.002 0.004 0.005
Cr 0.003 0.006 0.007 j
Fe 0.005 0.01 0.01 fé
Mn 0.003 0.006 0.005 ‘
Ni 0.008 0.02 0.008
-~ pPb 0.02 0.04 0.04
Pt 0.05 0.1 0.2
Se 0.1 0.1 0.2
Sn 0.08 0.2 0.2

Zn 0.006 0.002 0.001
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